From: 

Nassif, Julianne (DPH) 

Sent: 

Wednesday, November 16, 2011 9:31 AM 

To: 

Clemmer, Jill (DPH) 

Subject: 

RE: QC pipet tests - Lorazepam 

10 is fine 



From: Clemmer, Jill (DPH) 

Sent: Wednesday, November 16, 2011 9:26 AM 

To: Nassif, Julianne (DPH); Piro, Peter (DPH); Servizio, Paul (DPH) 

Subject: QC pipet tests - Lorazepam 

Julie - I don’t think that this is what you asked me for... sorry - I digressed into testing different pipet styles for viscous 
samples as recommended by the pipet manufacturer... Did you want me to run one of the Lorazepam QCs 20 times, for 
repeatability? 

Jill 

PS: not much difference in recoveries, no matter the pipetting style used. 


1 


Folk OIG PRR 007471 




